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Background: The analysis of joints kinematics is important in clinical practice and in research. Nowadays it is
possible to evaluate the mobility of joints in vivo with different motion capture techniques available in the market.
Optical systems use infrared cameras and reflective markers to evaluate body movements, while other systems use
electromagnetic fields to detect position and orientation of sensors. The aim of this study was the evaluation of
two motion capture systems based on different technologies (optical and electromagnetic) by comparing the
distribution of finite helical axis (FHA) of rotation during controlled rotations of an object in different positions.
Methods: The distribution of position and angle errors of the FHA were extracted by optical and electromagnetic
system recordings during a controlled rotation of a low friction stool in different positions in a controlled environment.
Results: The optical motion capture system showed lower angle and position errors in the distribution of FHA while
the electromagnetic system had higher errors that increased with increasing distance from the antenna.
Conclusions: The optical system showed lower errors in the estimation of FHA that could make it preferable with
respect to electromagnetic systems during joint kinematics.
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The investigation of joints kinematics is important for
clinical practice and in research in order to quantify the
joint impairments and to suggest possible interventions.
In some cases like the zygapophysial joints of the cer-
vical spine, the analysis of kinematics is difficult because
of the anatomical morphology and of its multi-structural
composition. Nowadays it is possible to evaluate the mo-
bility of joints in vivo with different motion capture
techniques. Among different parameters used for the ana-
lysis of joint movements, such as range of motion, angular
velocity and jerkiness, Woltring introduced the use of in-
stantaneous helical axis (IHA) [1] of rotation of a body
segment with respect to the other. When the movements
are analyzed in discrete steps, the axis of rotation between
two time instants is defined the finite helical axis (FHA)* Correspondence: corrado.cescon@supsi.ch
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article, unless otherwise stated.[1]. Position and orientation in space of the FHA can be
defined by a number of parameters, and the descriptive
statistics of these parameters has been recently used to ex-
press the stability of the motion in cervical spine and in
knee and ankle joint analysis [2–6]. In a recent work we
proposed a method to quantify the distribution in space of
the FHA during cervical movements [7].
Different motion capture systems are available in the
market and their characteristics and specifications are de-
scribed by the manufacturers in the data sheet, but the
limitations of each technology are often difficult to evalu-
ate. Some researchers analyzed the behavior of FHA in
relation to measurement errors [1, 7], but, although indi-
cations of precision and accuracy of each system are indi-
cated in the technical manuals, there is still unclear the
behavior of different motion capture systems in the
extraction of FHA. Some systems use infrared cameras
and reflective markers to evaluate body movements (op-
tical systems), but they are sensitive to light sources and
the markers can be hidden due to shadow effects [8]. Iner-
tial systems do not provide information on the position ofle is distributed under the terms of the Creative Commons Attribution 4.0
ns.org/licenses/by/4.0/), which permits unrestricted use, distribution, and
give appropriate credit to the original author(s) and the source, provide a
indicate if changes were made. The Creative Commons Public Domain
.org/publicdomain/zero/1.0/) applies to the data made available in this
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double integrations that suffer from drift effects [9]. Elec-
tromagnetic systems have high resolution in terms of pos-
ition and orientation but they suffer from field distortions,
especially when there are metal objects in the proximity of
the electromagnetic antenna [10].
In many application fields, like videogames, virtual or
augmented reality, the field distortion effects are not a
major limitation. Indeed in such applications, the aim is
real time visual feedback to accomplish a specific task. On
the other hand, for joint kinematic analysis in rehabilita-
tion, the precision of the measurements may become a
critical feature as the aim is to detected differences from
normative data or among populations.
Finally, the accuracy of motion capture system can be
tested by measuring the actual position and orientation
of sensors with respect to the reference frame and is
often reported in the user manuals.
When analyzing joint kinematics, and in particular
cervical kinematics, the subject is usually standing or sit-
ting and is moving only the head with respect to the
trunk, in this way the movements induce small displace-
ment and an optimal combination of precision and
“local” accuracy of the system could provide reliable esti-
mates of FHA. In this context an ideal hinge with a
unique and invariant axis of rotation is an importantFig. 1 Graphical representation of the experimental set-up. The antenna an
positioned during each acquisitionrequirement in order to evaluate a motion capture sys-
tem in computing the FHA.
The aim of this study was the evaluation of two mo-
tion capture systems based on different technologies
(optical and electromagnetic) by comparing the distribu-
tion of finite helical axis (FHA) of rotation during con-
trolled rotations of an object in different positions.
Methods
Procedure
A square grid of 121 equally spaced points (11 x 11, dis-
tance between adjacent points: 20 cm) was drawn on the
floor of the laboratory (see Fig 1). A low friction rotating
stool with a plastic box was positioned over the grid with
five reflective markers on its top, and three electromag-
netic sensors were fixed with adhesive tape on one of the
sides of the box along a vertical line, with 15 cm spacing
in between (see Fig. 1). The antenna of the electromag-
netic system was positioned on a wooden stick in the cen-
ter of the grid, at a height of 120 cm from the floor. The
base of the stool was moved in each of the points of the
grid. The minimum distance of the stool from the antenna
was set to 40 cm to allow the rotation of the stool, thus
the points in the central square of the grid (3 x 3) were not
used. For each position of the grid (11 x 11 points minus
3 x 3 points: 112 total points) the stool was manuallyd the rotating box are shown as well as the grid where the box was
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clockwise of approximately 270° and backwards until the
neutral position two times. The angular velocity was ap-
proximately 120°/s in order to avoid vibrations or artifacts
due to the inertia of the box. For each of the 112 positions,
a recording was performed with both electromagnetic and
optical motion capture systems.Optical system
The optoelectronic position data were recorded with the
BTS Elite (BTS, Italy) motion capture system, which in-
cluded 6 infrared cameras positioned in standard points of
the measurement room (four in the upper corners and two
in the top center of the longest walls). The system was pre-
viously calibrated using a standard stick with four markers.
The room had rectangular shape of 12 × 8 m and had no
metal object or electromagnetic sources nearby. Four
reflecting markers were positioned on the top of the plastic
box, three in the corners of the top surface of the box (a
rectangle of 25 × 30 cm) and the fourth in its center, at the
top of a plastic stick of 20 cm, in order to have a minimalFig. 2 Compensation of the position data error due to the distortion of the
coordinates of the trajectories of the second Polhemus sensor during the d
panels c, d show the same data after the application of the bidimensionalconfiguration of non-coplanar markers. The location of the
optical markers was chosen in order to have the 4 markers
always visible by all cameras, and their location on the ob-
ject was similar to the position of markers on the head dur-
ing cervical kinematics usually performed in clinical studies.
The axis of rotation was along the z direction, perpendicu-
lar to the floor (see Fig. 1). The optical data from the infra-
red cameras were transformed by the Elite system which
provided the positions in space (x, y, z) of the four markers
positioned on the box at a sampling rate of 100 Hz.Electromagnetic system
The electromagnetic data were recorded with the
Polhemus-G4 acquisition system (Polhemus, USA), a
device that tracks position and orientation of sensors
relative to a source in three dimensions. The system
has been used and shown to be accurate to within ±
0.2° [11, 12]. In our test, three sensors were fixed to the
rigid plastic box at three different heights from the
floor (105, 120, and 135 cm) at a distance of 15 cm
from the rotation axis (see Fig. 1). The location of theelectromagnetic field. The top panels a, b show the original
ifferent acquisitions in top and side view respectively. The bottom
function of the second order that minimizes the distortion in the z axis
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order to be similar to what is usually performed in clin-
ical practice during cervical kinematics, where the sen-
sors are positioned on the subject’s forehead. The wires
were secured with adhesive tape to prevent traction on
the sensors. The electromagnetic source was positioned
over a wooden stick positioned in the middle of the
room at a height of 120 cm from the floor (coordinates
0, 0,+120). The sensors were attached to a transmitter
(hub) which had a wireless connection to a laptop PC,
and continually recorded the position and orientation
(x, y, z, pitch, roll, yaw) for each of the three sensors at
a sampling rate of 120 Hz. Each marker was considered
individually.
Signal processing
The position data obtained from the Elite system were
analyzed in order to obtain the position and direction
cosine matrices for each time instant using the singular
value decomposition (SVD) technique. The Euler anglesFig. 3 Representation of the trajectory of one virtual point of the rigid bod
FHA relative to each of the acquisitions. a side view b top view, c zoomed
the horizontal planefrom the Polhemus-G4 system were converted into dir-
ection cosine matrices. The box was assumed to be a
rigid body and its center was assumed to be in the cen-
ter of the box at a height of 120 cm.
For both systems the position and orientation of the box
were used to compute the Finite Helical Axis (FHA) for
each time instant. The algorithm used for the extraction
of FHA was previously described [7, 13]. For each acquisi-
tion one FHA was extracted for each pair of time instants
selected in order to have always the same angular distance
in between. The angle between the two frames was set to
10° according to the results of a previous study [7].
Since the electromagnetic data were affected by static
field distortions, position data were compensated with a
bi-dimensional function of the second order, whose par-
ameter were empirically identified in order to reduce the
deviation of the z positions from the theoretical horizon-
tal plane (Fig. 2).
Since the recordings were lasting approximately
10 s, the number of FHA detected for each acquisitiony obtained by the analysis of the positions of the Elite markers and the
view d detail of the distribution of intersection points of the FHA with
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1000 for the optical system. The intersections of each
of the FHA with the horizontal plane at the height of
the antenna were identified, and the distances between
each FHA from the average intersection point was de-
fined as position error. In addition the angle between
each FHA with respect to the vertical was defined as
angle error.Statistical analysis
The mean value and standard deviation of the distribu-
tion of position and angle errors were computed for
each position of the box and stool on the grid. The dis-
tribution of angle and position errors extracted with the
two detection systems were compared using the 2-way
Analysis of Variance (ANOVA). The fixed factors were:
type of sensors (Elite, Polhemus sensor 1, Polhemus sen-
sor 2, Polhemus sensor 3), and stool location on the grid
as fixed factors. Post hoc differences were investigated
using the Wilcoxon rank sum test for equal medians.Fig. 4 Representation of the trajectory of the second Polhemus sensor and
zoomed view d detail of the distribution of intersection points of the FHAShapiro-Wilk test was applied to signals to evaluate the
data normality. Significance level was set to α = 0.05.Results
Figure 3 and 4 shows the trajectories of one virtual point
of the rigid body obtained by the analysis of the posi-
tions of the Elite markers during each rotation of the
box positioned over the 112 points of the grid. It is pos-
sible to see the distribution of intersection points of the
FHA with the horizontal plane.
Figure 4 shows the same trajectories of Fig. 3, but with
position and orientation data acquired with the second
of the Polhemus sensors (120 cm from the floor).
Figure 5 shows the distribution of the distances of
each FHA from the average FHA for each acquisition.
Each “pixel” represents one position of the stool over
the grid, and the color represents the position error in
mm and angle error in degrees respectively. Stars indi-
cate the results of the post-hoc comparison, and show
which locations of the grid of the Polhemus sensors havethe FHA relative to each of the acquisitions. a side view b top view, c
with the horizontal plane
Fig. 5 Graphical representation of the mean values of the distribution of position errors a and b and angle errors (c and d) of each of the FHA
with respect to the mean FHA for each of the positions of the stool in the horizontal grid. The mean errors of the Elite system for both variables
are shown on panels a and c, while panels b and d show the same results for the three sensors of the Polhemus system. Values are expressed in
mm and degrees respectively. Areas with no differences between each polhemus sensor with respect to the Elite are indicated by stars
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to the Elite system.
The 2-way ANOVA showed a significant difference
(p < .01) for position and angle errors was observed be-
tween the Elite system and each of the three sensors of
the Polhemus systems in each of the positions of the
stool, with higher errors observed in the Polhemus
system. Figure 5 and Table 1 summarize the results of
the statistical analysis.
Discussion
The main result was the increase of angle and position
error with increasing distance from the antenna in theTable 1 Summary of the two-way ANOVA analysis, the F and P valu
Polhemus and Elite systems
Sensor 1 (105 cm) Sen
F P F
Position error 8472 P < <0.01 126
Angle error 11579 P < <0.01 433Polhemus system. Since the field generated by the antenna
is spherical, the resolution was indeed expected to de-
crease with increasing distance from the antenna. At a dis-
tance of 40–60 cm in any direction in the xy plane, the
position error is about 5 mm, while increasing the dis-
tance up to 80 cm the error increases to 10 mm or more.
The variability of resolution with the distance from the an-
tenna makes the electromagnetic sensor difficult to use in
applications where the movements of the sensors are lar-
ger than 40–50 cm. On the other hand the optical systems
with infrared cameras are based on different points of
view, thus reducing the distance of the sensors from a
camera will increase their distance from other cameras,es of the differences of position and angle errors between
sor 2 (120 cm) Sensor 3 (135 cm)
P F P
99 P < <0.01 63236 P < <0.01
38 P < <0.01 97544 P < <0.01
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large portions of the measurement room.
Anyway even at distances below 60 cm from the an-
tenna, the position error of the Polhemus system is
above 5 mm while for the Elite system the error is about
4 mm and constant in almost all the investigated grid of
positions.
The angle error of Polhemus system shows an asym-
metric behavior, with larger angle errors (about 3 or
more degrees) in the lower left corner of the grid (coor-
dinates −100,100,0) suggesting that the field deforma-
tions are not perfectly spherical, and thus are harder to
compensate. The angle errors of Elite systems are almost
constant and below 1.5° in all the positions on the grid.
From Figs. 3 and 4 it is possible to observe that the
positions from the electromagnetic system (Polhemus)
are smoother than the positions extracted from the op-
tical system. This phenomenon is because the resolution
of the optical systems depends only from the number of
pixels of the cameras and their magnifying lenses, while
the electromagnetic sensors have unpredictable distor-
tions and there is no easy way of compensating the dis-
tortions. On the other hand the optical systems have the
limitation of sunlight and unwanted reflections but for
joint measurements seem to be more reliable and easy
to use. In addition the absence of cables on the subject
reduces the mechanical interferences that could reduce
the range and the smoothness of movements of the
subject.
The optical system seems to be preferable for the ana-
lysis of joint kinematics. Anyway, the clinical relevance
of the observed differences in precision between the two
systems, may be not relevant in comparing different
populations. Further studies are required to address this
specific issue.Limitations
The main limitation of this study is the choice of the
two systems. The market of optical motion capture sen-
sors is growing fast and in the recent years different
products have been released with higher resolution and
image quality besides more advanced algorithms for the
reconstruction of marker position, while our Elite system
was developed about 10 years ago. In addition the num-
ber of cameras could be increased, the number of
markers on the box could be increased, and the distance
between the cameras and the stool could be reduced,
thus the error in the estimation of the position of FHAs
could be dramatically reduced.
Similarly, the electromagnetic system is 5 years old,
and there are other systems available on the market that
include more powerful antennas, with presumably lower
distortion effects.Another limitation is the use of a bi-dimensional second
order function for the compensation of the field distor-
tions. The parameters of the function were empirically se-
lected in order to minimize the static position errors of
the sensors. In Fig. 2 it is possible to notice that at the cor-
ners of the grid there is a residual distortion effect. A
higher order function or an analytical approach for under-
standing the reasons for such distortion could have im-
proved the compensation of the distortion. Anyway for
our purpose, the optimal compensation was not mandatory,
since the sensors were moving in a small portion of the
grid, where the distortion was negligible.
Another way to reduce distortion could be the use of
multiple antennas configuration, which was not investi-
gated in the present study.
Moreover, the experimental procedure involved rota-
tions around only one axis, and the stool was moved on
the same plane. The number of acquisition could be in-
creased, but we had to fix some parameter in order to
limit the amount of collected data. Lastly the stool is not
an ideal hinge and could have some intrinsic error, but
we put a big attention in gently rotating the stool trying
to minimize any artifact due to the manual movements.
Conclusion
Two different detection systems (optical and electromag-
netic) were compared in a controlled environment and
the optical systems was observed to have lower position
and angle. The electromagnetic system was affected by
field distortions, and had position and orientation errors
that strongly depended on the distance from the an-
tenna. The optical motion capture technologies seem to
be preferable for the analysis of joint kinematics.
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